Replacement Pullcord Station,
Crest Replacement
for Edwards® CFA Series

P/N 7932LC

CREST
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Technical Specifications

ELECTRICAL
Voltage Rating:
MECHANICAL

Resistive load 1.5 A @ 28 VDC

Electrical Schematic

Clips & Rotor Material: Brass, silver plated

25,000 cycles minimum

Spring return and positive, 30°

Fits on standard single/dual gang back box

Index Life:
Index Angle:
Mounting:

SIZE MEASUREMENTS

Plate:

Wire Color Comparison Table

4.5"x2.75"
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Typical Installation

Color Orange Violet Grey Red VYellow White Blue
Original 4 5 2 3 7 6 1
Terminal
Designation

Up X X X X
Position

Middle X X X X X
Position

Down X X X X X
Position
(momentary)

Green wire is ground

1. Review wire designations on the old station

2. Replace the old station with Crest replacement station wire for wire

Note: Review Wire Color Comparison table for reference
All unused wires must be capped

w

4. Always test nurse call station for correct operation before placing into service

Crest Technical Support: 7-800-328-8908
Specifications subject to change without notice.
Visit CrestHealthcare.com for additional technical documents.
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